
Maintenance Allocation Chart 
 

6515-01-185-8446 
Anesthesia Apparatus, Nitrous Oxide, Model 885A 

 
[C – Operator or Crew; O – Unit Maintenance; DS – Direct Support Maintenance; GS – General Support Maintenance; D – Depot Maintenance] 

 
(1) (2) (3) (4) (5) (6) 

GROUP 
NUMBER 

ASSEMBLY 
GROUP 

MAINTENANCE
FUNCTION 

MAINTENANCE
LEVEL 

TOOLS 
AND 

EQUIPMENT

REMARKS 
 

01 Accessories  Replace C   

      

02 Inhalation Check Valve Replace  C   

      

03 Exhalation Check Valve Replace  C   

      

04 Vaporizor Funnel Replace  O 01  

      

05 Drain Plug Replace  O 01  

      

06 Anesthesia Apparatus Repair D 01, 06  

  Calibrate D 01, 06  

  Overhaul D 01, 02, 06  

  Rebuild  D 01, 02, 06  

      

07 Oxygen Monitor Inspect C   

  Test C   

  Repair  O 01  

  Calibrate  O 01  

  Overhaul  D 01  

  Rebuild  D 02  

 


