Maintenance Allocation Chart

6525-01-099-2320
X-Ray Apparatus Field Dental, Model D3152

[C — Operator or Crew; O — Unit Maintenance; DS — Direct Support Maintenance; GS — General Support Maintenance; D — Depot Maintenance]

(1) ) 3) 4) &) (6)
GROUP ASSEMBLY MAINTENANCE|MAINTENANCE nglﬁs REMARKS
NUMBER GROUP FUNCTION LEVEL EQUIPMENT
00 X-Ray Apparatus Inspect C
Test (@) 01, 02
Service O 01,02
Calibrate (0] 01, 02, 20, 05
Replace o 01, 02
. 01, 02, 20, 21,
Repair (0] 05
Overhaul gé’ 02, 20,21,
Rebuild 01, 02, 04, 20,
21,05
01 X-Ray Control Inspect C
Test (0] 01, 02, 20, 05
Service O 01,02
Calibrate o gé’ 02,20, 21,
Replace 0] 01, 02
Repair (@) 01,02, 20, 21
Overhaul (@) 01, 02, 20, 21
. 01, 02, 04, 20,
Rebuild D 21,05
02 X-Ray Tubehead Inspect o
Test (0] 01, 02, 20, 05
Replace o 01, 02
Repair D 01, 02, 04, 20
Rebuild D 01, 02, 04, 20
03 Scissor Arm Inspect C CAUTION: TO PREVENT
ACCIDENTAL OPENING OF THE
SPRING LOADED SCISSOR ARM,
CAUSING INJURY AND ARM
DAMAGE, DO NOT REMOVE
SAFETY STRAP COMPLETELY
UNLESS THE ARM IS FULLY
ENGAGED IN THE COUPLING.
Test (@) 01, 02
Service (0] 01,02
Replace 0] 01, 02
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Repair O 01, 02
Overhaul (@) 01,02
Rebuild D 01, 02, 04
04 Patient Seat Assembly Inspect C
Test (0] 01, 02
Service (@) 01, 02
Replace o 01, 02
Repair (0] 01, 02
Overhaul (0] 01,02
Rebuild D 01, 02, 04
05 Carrying Case Inspect C
Test o
Service (0] 01,02
Replace 0 01, 02
Repair 0 01, 02




