Maintenance Allocation Chart

6530-00-926-2151
Sterilizer, Surgical Dressing 16X36 in.

[C — Operator or Crew; O — Unit Maintenance; DS — Direct Support Maintenance; GS — General Support Maintenance; D — Depot Maintenance]

(1) (2) 3) “) (5) (6)
GROUP ASSEMBLY MAINTENANCE|MAINTENANCE T(A)I%ISS REMARKS
NUMBER GROUP FUNCTION LEVEL EQUIPMENT
00 Sterilizer Inspect C
Test (0] 01,02
Electrical Safety O 01’ 02, 20’ 29
Test
01 Heater Assemby Test O 01,02, 29
Replace (0] 01, 02
02 Control Box Assembly Inspect o 01,02
Repair (0] 01, 02, 29
0201 Relay, Armature Test O 01, 02, 29
Replace (0] 01,02
0202 | Pressure Control Test O 01, 02,29
Replace (0] 01,02
0203 | Pilot Light Test (0] 01, 02,29
Replace (0] 01, 02
0204 | Lamp, Neon Test (6] 01, 02, 29
Replace (0] 01, 02
0205 Switch, Toggle Test O 01, 02, 29
Replace (0] 01,02
0206 | Switch, Low Water Cut-off | Test (@) 01, 02, 29
Replace (0] 01,02
0207 | Block, Terminal Replace (@) 01,02
03 Operating Valve Assembly | Test O 01,02
Repair 0] 01, 02
Replace (0] 01, 02
04 Door Assembly Test O 01, 02
Service (0] 01,02
Repair o 01, 02
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(1 2 3) 4 &) (6)
GROUP ASSEMBLY MAINTENANCE|MAINTENANCE T(A)I%ISS REMARKS
NUMBER GROUP FUNCTION LEVEL EQUIPMENT
Packing, Preformed (Door
0401 Gasket) Inspect C

Replace (0] 01,02

05 Vacuum Dryer Assembly Test O 01, 02
Replace (0] 01,02

06 Gauges Inspect C
Test O 01, 02
Replace (0] 01,02

07 Timer Test O 01, 02
Replace (0] 01,02

08 Case, Transport Inspect C
Repair 0] 01, 02
Overhaul D 04

09 Shelves Inspect C
Replace C

10 Chamber Inspect C
Replace (0] 01,02
Overhaul D 01, 02, 04




